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Combustible Gas Leak Detector 

Fast response detection of gas leakage 


Features: 


• Detects combustible gases - Liquefied Natural Gas (LNG) and 
Liquefied Propane Gas (LPG) from 500 to 6500ppm 

• Convenient compact portable size with pocket clip 

• Highly sensitive detection circuitry 

• Audible and visual alarm 

• Continuous operation up to 4 hours 

• LED indicators for gas leakage and static absorption 

• Easy one switch operation 

• Dimensions: 6.5 x 0.8" (164mm x 21mm) 
Weight: 0.9oz (25g) 

• Complete with two AAA batteries 



Ordering Information: 


FG100 . 


.Combustible Gas Leak Detector 



Warranty 
06/28/04 - Rl 


"Make mine an Extechr" 
www. extech. com 


